Background and Aims: Minimum alveolar concentration (MAC) monitoring is an integral part of modern-day anaesthesia. Both MAC and MAC-awake are age dependant, and age of the patient needs to be entered in the monitor. This study was aimed to assess the practice of patient birth year entry in the anaesthesia monitor and its impact on MAC monitoring. Methods: Sixty volatile anaesthetic-based general anaesthetics (GAs) were observed silently in two tertiary care teaching hospitals with regard to 'birth year' entry in the patient monitor. The impact on MAC for non-entry of age was assessed. The observed MAC reading and the MAC corrected for age (MAC age ) of the patients were noted. Paired t-test was used to compare the differences in observed MAC and MAC age values. P <0.05 was significant. Results: Sixty GAs of patients aged between 10 and 68 years were observed; 96.67% anaesthetics were conducted without entering 'birth year'. Thirty-four patients (mean age 35.14 ± 15.38 years) were further assessed for impact of non-entry of age. The observed MAC was similar to MAC age in patients aged 40 ± 5 years (36-45 years group). Nearly 79.41% of the observed MACs were incorrect; 55.88% patients were potentially underdosed whereas 23.53% were overdosed. Conclusion: Omitting patient age entry in the monitor results in erroneous MAC values, exposing patients <40 years to underdosing and older patients to overdose.
INTRODUCTION
Minimum alveolar concentration (MAC) derived from the end-tidal anaesthetic concentration is commonly used for monitoring depth of anaesthesia during general anaesthesia using volatile anaesthetics. [1] Volatile anaesthetic agent monitoring facility is widely available in the present-day anaesthesia monitors. In human subjects, there is an age-dependent change in sensitivity to volatile agents, which is represented by a change in both MAC and MAC-awake with age. Each increasing decade of life is associated with a 6%-6.7% decrease in MAC. [2, 3] Anaesthesiologists not only monitor MAC but also plan anaesthesia with target MAC. The age of the patient is, however, required to be entered manually in the patient monitor. If age is not entered, the monitor will display the MAC for a 40-year-old patient by default. [4] We aimed to assess the practice of patient admission (birth year entry) in the anaesthetic agent monitor. In the second part of the study, we assessed the impact of wrong age entry on the observed MAC monitored in relation to the age-specific MAC (MAC age ).
METHODS
After approvals from the authority, the study was conducted in two tertiary care teaching hospitals. Sixty volatile anaesthetic based-general anaesthetics (GAs) were observed silently (without the knowledge of the anaesthesiologist, surgeon and technician who were conducting the case) and patients' admission in the monitor in terms of 'birth year' entry were noted at the starting and till the induction phase was over for the case.
The assessment of impact for age non-entry on MAC was done by noting the observed reading on the anaesthetic agent monitor, and then by noting the MAC age after entering the birth year in the patient monitor. No intervention to change the anaesthetic management of the ongoing GA was done. GAs where nitrous oxide was contraindicated and GAs which did not extend >20 min in the maintenance phase of anaesthesia were excluded from the second part of the study. The Mindray WATO EX 65 anaesthesia machine and Beneview T8 monitor (Mindray Medical International Limited, China) with anaesthetic agent monitoring facility were used. Isoflurane as well as sevoflurane (both from Abbott Laboratories, USA) were used for anaesthesia using the Mindray V60 and Drager Tec7 vaporiser, respectively. The age, sex, body weight, American Society of Anesthesiologists physical status and surgical category as per National Institute of Health and Clinical Excellence were noted. [5] The observed MAC reading and MAC age data were taken during maintenance phase of anaesthesia at least 20 min after induction. Fixed fresh gas flow (FGF) of both oxygen and nitrous oxide (N 2 O) and dial settings of agents for at least 5 min were ensured (if any changes were done towards the end of 20 min of maintenance phase) before taking data. Total FGF, fraction of inspired (Fi) and fraction of expired (Fe) N 2 O and other volatile agents were also noted at the time of recording MAC data. Quantitative data were expressed in absolute number and percentage scale. Data were further analysed for measuring central tendencies and dispersions. MAC age and 0.7 MAC age were compared with monitored MAC using paired t-test. INSTAT software (GraphPad Prism Software, La Jolla, CA, USA) was used for statistical measurements and P < 0.05 was considered statistically significant.
RESULTS
There were 34 anaesthesiologists and anaesthesia residents in the two institutes where the study was performed; 21 of them were involved in the cases. The observed MAC was comparable with the MAC age in the age group of 36-45 years (P > 0.05). It was significantly higher in the patients aged <35 years and lower in patients aged >46 years. In 27 (79.41%) out of 34 patients, the observed MAC values were significantly erroneous; 19 (55.88%) of the observed MAC values were higher than age-corrected MAC (MAC age ), whereas 8 (23.53%) were lower than MAC age . If the cases would have been conducted with target MAC (without entering birth year in patient monitor), 55.88% patients of the patients aged <35 years would have been potentially prone for underdosing whereas 23.53% patients aged >46 years would have been exposed to excess anaesthetic agent. However, in the current cohort, all patients (including patients up to 10 years of age) were found to have the observed MAC above the threshold of MAC awareness (0.7 MAC age ) [ Table 2 ].
DISCUSSION
[1] The concept of MAC was introduced in 1965 as a measure of anaesthetic potency and has remained a standard for the purpose. [6] Anaesthetic gas monitoring has evolved into a de facto standard of care in anaesthetic practice. [7] Respiratory gas analysis has become an integral part of the present-day anaesthesia workstations. With the increasing use of low flow anaesthesia, the need of gas analysers is even more essential. [8] The Associations of Anaesthetists of Great Britain and Ireland states that the use of a vapour analyser is essential during anaesthesia whenever a volatile anaesthetic agent or nitrous oxide is in use. [9] It also recommends that accurate records of the values determined by monitors must be kept and even included vapour concentration (end-tidal concentration) monitoring along with heart rate, blood pressure, etc., in the minimum data to be recorded. [9] As MAC is calculated from the end-tidal concentrations of anaesthetic agents, MAC monitoring can also be regarded as one of the minimum monitoring standards.
MAC was defined as alveolar concentration at which 50% of patients will not show a motor response to a standardised surgical incision at one atmosphere. [1] It is also a surrogate of depth of anaesthesia. Anaesthetic agent monitors derive the MAC from the end-tidal concentration (alveolar concentration) of the anaesthetic agent. The alveolar concentrations for different agents for deriving MAC values are published by the United States Food and Drug Administration for a healthy 40-year-old male patient. [4] For the patients of other ages, the monitor uses an algorithm to derive the MAC corrected for the age of the patient (MAC age ), which needs patients age [4] to be entered in the monitor MAC age = MAC 40 × 10 (−0.00269 × [age-40]) , where MAC 40 -MAC standard or default for a healthy 40-year-old male patient. [4] Therefore, to get accurate, reliable and appropriate MAC (MAC age ), entry of the patients' age in the monitor is must. Otherwise, the monitor by default displays the MAC value for a 40 year old patient. Changing the patient type from adult, paediatric or infant, changes the default settings of haemodynamics and ventilation but not the MAC default. Further, if previously a 65 year old patient was admitted and the next patient, a 15 year old, is taken without restarting or readmitting the patient in the monitor, the monitor will display the MAC value for a 65 year old patient, and not the default for a 40 year old patient. Recent evidence suggests that the protocol which alerts anaesthesiologists whenever end-tidal anaesthetic concentration falls to 0.7 MAC has the potential to decrease intra-operative awareness with explicit recall. [10] This indicates that a 30% variation (low record) of MAC may lead to awareness. If we take the previous example, the latter patient is potentially in the range of awareness (6.7%/decade × 5 decades = 33.5% variation). Although in the present cohort, the mean MAC age and observed MAC ratio as well as values were not <0.7; from the above example, it is clear that age non-entry can leave a young patient potentially in awareness range.
Wrong age entry in the patient record at the time of hospital admission also does happen, especially in illiterate patients. The present study finding indicates that if the age entered in the monitor is within 5 years of the patient's correct age, the monitored MAC will be statistically indifferent from MAC age 95% of times.
There are few data on awareness during anesthesia from the Indian population. One study has concluded that the incidence is <1 in 300 (0.33%). [11] However, awareness under anaesthesia is distressing and has a potential for long-term consequences. It is also opined that every effort should be undertaken to prevent it. [11] Anaesthesia hazards can happen both due to the equipment failure and human error. Hardware failures in modern anaesthesia delivery equipment leading to hazards are uncommon. [12] It is rather more common due to the unintentional misuse of the equipment, human error or equipment failure without the user being aware that a failure had taken place. [12] The present study finding of 96% of 'birth year' non-entry in the monitor leading to incorrect readings can be regarded as a human error which can potentially culminate in hazards of overdose, underdosing and even awareness. This error can be avoided by making 'birth year' entry as a part of checklist before starting any case. The monitor software also probably can be configured in future to prompt 'birth year' entry in the monitor or machine before displaying agent monitoring values or starting the cases and even when monitor is activated to measure mode from standby mode.
Misinterpretation of MAC value in context to age has been reported before too. [13] However, the present study finding of patient age not being entered in 96% of all anaesthetics, leading to erronous MAC readings in 79% of these indicates that this issue needs to be publicised more. Avoiding this simple and common human error can have a major impact on MAC monitoring.
The present study is limited with regard to observations made in only two hospitals with small samples. Moreover, the case mixes, especially age group variation are also very much likely to be different in different hospitals. However, the very high percentage of wrong MAC recording indicates that the finding is likely to have a strong implication in clinical practice.
CONCLUSION
Patient's age entry in the monitor was rarely practiced. This human error, in turn, resulted in wrong MAC values being displayed and potentially exposed patients younger than 40 years to underdosing and older patients to drug overdose. We suggest that entry of patients' age in the anaesthetic agent monitor should be included as one of the items in the preoperative checklist before starting a case.
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